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ABSTRACT
Aims: To evaluate the centering ability, canal transpor-
tation and surface modifications of F2 and F3 ProTaper 
Universal (PT) instruments used in continuous rotation 
(CR) and reciprocating motion (RM) for the prepara-
tion of curved root canals. Material and methods: sixty 
mesiobuccal root canals of upper molars with curvatures 
between 25º and 35° were divided into three groups: I - PT 
in CR up to F3; II - PT in RM up to F3; III - F2 and F3 PT 
instruments in RM. Cone Beam Computed Tomography 
images were obtained before and after instrumentation. 
The scans were superimposed to determine the centering 
ability and canal transportation in apical, medium and 
cervical thirds. The apical 6 mm of the F2 and F3 files were 
evaluated under Scanning Electron Microscope before and 
after 1, 3 and 6 uses to assess distortion, surface wear and 
fracture. The statistical analysis of centering ability and 
canal transportation were performed by Kruskal–Wallis 
and ANOVA, respectively. The scores for deformation 
and surface wear were compared using ANOVA. Fisher’s 
exact test was used for the evaluation of instrument 
fracture. Results: there were no significant differences 
between groups regarding centering ability and canal 
transportation, as well as, for distortion, surface wear 
and fracture (p>.05). Conclusion: F2 and F3 instruments 
can be used for curved canals instrumentation. However, 
when used for entire canal preparation, F2 and F3 should 
be discarded after single use.
Keywords: Endodontics. Root canal preparation. Cone 
beam computed tomography. 
9Revista da Faculdade de Odontologia de Porto Alegre, v. 60, n. 1, jan./jun. 2019
Jader Vinicius Andreazza et al.
RESUMO
Objetivos: avaliar a centralização, transporte do canal e modificações de superfície dos intrumentos 
ProTaper Universal (PT) F2 e F3 utilizados em movimento de rotação continua (CR) e movimento 
reciprocante (RM) no preparo de canais curvos. Materiais e métodos: sessenta canais mesiovestibulares 
de molares superiores com curvaturas entre 25o e 35o foram divididos em três grupos: I – PT em CR 
até F3; II – PT em RM até F3; III – instrumentos F2 e F3 em RM. Foram obtidas imagens de Tomogra-
fia Computadorizada Cone Beam antes e após a instrumentação. As imagens foram sobrepostas para 
determinar a centralização e transporte do canal nos terços apical, médio e cervical. Os 6 mm apicais 
dos instrumentos F2 e F3 foram avaliados por Microscopia Eletrônica de Varredura antes e após 1, 3 e 
6 usos para verificar distorções, desgaste de superfície e fratura. A análise estatística da centralização 
e transporte do canal foi feita pelos testes de Kruskall-Wallis e ANOVA, respectivamente. Os escores de 
deformação e desgaste de superfície foram comparados pelo teste de ANOVA. O teste exato de Fisher 
foi utilizado para avaliar a fratura dos instrumentos. Resultados: não houve diferença estatística 
entre os grupos testados quanto aos testes de centralização e transporte do canal, assim como para 
distorção, desgaste de superfície e fratura dos instrumentos (p>.05). Conclusões: os instrumentos F2 
e F3 podem ser utilizados no prepare de canais curvos. Entretanto, quando usados para o preparo 
completo do canal radicular, F2 e F3 devem ser descartados após uso único. 
Palavras-chave: Endodontia. Preparo do canal radicular. Tomografia computadorizada de feixe cônico.
introduCtion
A successful outcome in endodontics is directly dependent on the cleaning and shaping 
of the root canal system1. There is a continuous search to improve instruments performance 
and techniques, in terms of root canal wall cleanness and maintenance of its original shape.
The increased flexibility of nickel-titanium (Ni–Ti) instruments have significantly 
improved the quality of root canal shaping2 with less canal transportation, dentin preservation 
and reduced risk of zipping or stripping curved canals3. Despite these advantages, when used 
in continuous rotation (CR), instrument fracture by torsional failure or cyclic fatigue can 
occur4, and these problems can be attributed to the continuous rotation5. Also, tooth struc-
ture and organic debris were observed on the surface of NiTi rotary instruments even after 
ultrasonic cleaning and decontamination6. Therefore, the single use of these instruments is 
desirable in order to reduce fracture and avoid cross-contamination. 
A concept introducing NiTi systems in reciprocating motion (RM) was proposed with 
the aim to reduce the number of instruments, cost, instrument fatigue and cross-contami-
nation7. The reciprocating working motion consists of a counterclockwise (cutting direction) 
and a clockwise motion (release of the instrument), while the angle of the counterclockwise 
cutting direction is greater than the angle of the reverse direction. Due to the fact that the 
counterclockwise angle is greater than the clockwise one, it is believed that the instrument 
continuously progresses towards the terminus of the root canal. 8The use of this motion has 
been recommended to improve the fracture resistance of endodontic instruments during 
root canal preparation7,9,10. The incidences of instrument separation and deformations of 
reciprocating file systems were reported to be considerably low2,9,11. Besides investigating the 
instrument modifications after the canal preparation, it is important to evaluate its shaping 
ability in this new kinematics.
The aim of the present study was to investigate the centering ability, canal transpor-
tation and surface modifications of F2 and F3 ProTaper Universal (PT) instruments used in 
CR and RM for the preparation of curved root canals. 
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material and methods
The present study was approved by the Ethics in Research Committee from the Federal 
University of Rio Grande do Sul (Protocol # 22579). Sixty extracted upper molars were radio-
graphed in the buccal-palatal direction to confirm complete root canal formation and the 
absence of calcifications, resorptions and previous root canal manipulation. The teeth were 
sectioned through the furcation and the mesial root was separated from the others. Mesial 
canals with curvatures between 25º and 35°, according to Schneider’s technique (1971)12, and 
with a diameter of at least a #10 file were included. 
The working length was determined visually by subtracting 1 mm from the apical 
foramen. After, the apex of each canal was sealed with sticky wax and roots were fixed in an 
acrylic block, emerging only the first 2 mm of the cervical third. The blocks were fixed to 
an acrylic board for the pre- and post-operative images acquisition. Roots were randomly 
divided into 3 groups (n=20):
Group I: twenty canals were prepared with the PT full-sequence (Dentsply Maillefer, 
Ballaigues, Suíça) in CR up to F3. The sequence of instruments that were used in a slow peck-
ing motion was S1, SX, S1 and S2 up to two-thirds of the canal length, or until resistance. 
Preparation was completed with F1, F2 and F3 up to the working length in a push-pull filing 
motion. 
Group II: twenty canals were prepared with the PT full-sequence in RM up to F3. The 
same sequence of instruments from Group I was used in a slow pecking motion.
Group III: twenty canals were exclusively prepared with the F2 and F3 instruments in 
RM. The F2 instrument was introduced up to the working length followed by F3 using the 
same kinematics described for Group II.
A single experienced and trained endodontist carried out canals instrumentation. 
X-Smart Plus (Dentsply Maillefer, Ballaigues, Switzerland) was used to prepare the canals 
in CR and RM. In all groups, after each instrument change, canals were irrigated with 2 mL 
of 2.5% sodium hypochlorite and recapitulation was carried out with a #10 File up to the 
working length. Final irrigation was performed with 2 mL of 17% Ethylenediamine tetraacetic 
acid (EDTA), which was manually agitated for 3 minutes, followed by a final flush of 2 mL of 
2.5% sodium hypochlorite. Canals were then dried with sterilized paper points.
Each instrument was used to prepare six canals in the groups I and II. In case of any 
fracture or permanent deformation, it was registered and this instrument was replaced for 
a new one. In the group III, a new instrument was used for each canal preparation.
Images assessment
The samples were scanned by the i-CAT CBCT unit (Imaging Sciences, Hatfield, United 
States) set at 120 KVp, 5 mA with a 16-cm field of view at 0.2-mm voxel. The exposure time 
was 26.9 s. The scanning was performed in slices of 1mm thickness. 
Cone Beam Computer Tomography (CBCT) images were obtained from the roots before 
and after instrumentation. After preparation, roots were replaced in the acrylic device, in 
the same exact position, in order to perform a new scan using the same parameters. 
11Revista da Faculdade de Odontologia de Porto Alegre, v. 60, n. 1, jan./jun. 2019
Jader Vinicius Andreazza et al.
Images analysis
A single experienced and previously calibrated evaluator held two separate viewing 
sessions for all tomographic exams separated by a two-week interval. The Dicom files were 
exported to OsiriX 5.8.5 software (OsiriX Imaging Software, Pixmeo, Geneva,  Switzerland) 
and the evaluation of pre- and post-instrumented root canals was carried out at the 
following levels:
a) cervical third: 3 slices above the one where the canal opening was completely 
visualized
b) middle third: half point section between the apical and cervical sections
c) apical third: 3 slices under the apical foramen
Image zoom was standardized in 601% and the color look-up table (CLUT) editor was 
modified for the GEcolor option (Figure 1). 
Figure 1: CBCT images of the pre- and postoperative images.  
X1 = shortest distance from the internal aspect of the root to the periphery of the uninstrumented canal. 
X2 = shortest distance from the internal aspect of the root to the periphery of the prepared canal.  
Y1 = shortest distance from the external aspect of the root to the periphery of the uninstrumented canal. 
Y2 = shortest distance from the external aspect of the root to the periphery of the prepared canal.
The pre- and post- instrumentation scans were superimposed and canal transportation 
and centering ability were measured according to Gambill, Alder and del Rio (1996)13. The 
following formula was used for the calculation of transportation:
(X1 - X2 ) - (Y1 - Y2)
X1 represents the shortest distance from the furcal (distal) aspect of the root to the 
periphery of the uninstrumented canal. X2 represents the shortest distance from the furcal 
(distal) aspect of the root to the periphery of the prepared canal. Y1 represents the shortest 
distance from the mesial aspect of the root to the periphery of the uninstrumented canal. Y2 
represents the shortest distance from the mesial aspect of the root to the periphery of the 
prepared canal. A result of zero indicated no canal transportation; a positive result indicat-
ed transportation towards the furcal (distal) aspect of the root; a negative result indicated 
transportation towards the mesial aspect of the root.
For the evaluation of centring ability, the ratio was calculated for each section using 
the following formula:
(X1 - X2 )/ (Y1 - Y2) or (Y1 - Y2)/(X1 - X2 )
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The numerator for this formula was the smaller of the two numbers (X1 - X2) or (Y1 -Y2), 
if these numbers were unequal. A result of one would indicate perfect centering ability; the 
closer the result is to zero, the worse the ability is of the instrument to remain centred.
 Evaluation of F2 and F3 surface modifications and fracture
 The final 6 mm of F2 and F3 instruments were evaluated under Scanning Electron 
Microscope (SEM) (JEOL 6060, Tokyo, Japan), before and after 1, 3 and 6 uses under 55x and 
250x magnification. Previously, each instrument was washed under ultrasonic vibration 
during 5 minutes. These instruments were mounted on a stub in a standardized position. 
 Two previously calibrated evaluators held the analysis of the instruments. Scores 
were given to each instrument according to Troian et al. (2006)14 using three different cri-
teria: distortion of instrument spirals, instrument surface wear and instrument fracture.
 Statistical analysis
Two blinded examiners performed the analysis of the images in agreement, with an 
intraclass correlation coefficient (ICC) of 0.93 for canal transportation and centering ability 
measurements; 0.8 for spiral distortion and surface wear; and 1.00 for instrument fracture. 
Canal transportation and centering ability of each instrumentation technique in the apical, 
middle and coronal thirds were compared statistically using Kruskal–Wallis and One-way 
Analysis of Variance (ANOVA), respectively. Significance level was preset at .05. The defor-
mation and wear scores were compared using repeated measures ANOVA. The Fisher’s exact 
test was used for the evaluation of the categorical variables of instrument fracture. Data 
were analyzed using the SPSS 11.0 software (IBM SPSS Statistics 20; SPSS, Chicago, IL, USA).
results
Canal transportation
 There was no statistical difference among the techniques tested in the 3 thirds of 
root canals (p>.05) (Table 1). In the cervical third, instrumented canals were transported 
towards the distal surface of the root. In the apical and middle thirds canals were transported 
towards the mesial surface. 







PT Continuous Rotation -.0489 ± .12438 -.0365 ± .18447 .1658 ± .18925
PT Reciprocating Motion -.0387 ± .07270 -.0547 ± .15013 .1848 ± .18369
F2/F3 Reciprocating Motion -.0249 ± .10220 -.0044 ± .13131 .1269 ± .17817
P .552 .818 .645
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Centering ability
All techniques presented good centering ability in the thirds evaluated with no sta-
tistically significant differences between them (p>.05) (Table 2).







PT Continuous Rotation .5242 ± .32866 .4977 ± .31737 .4723 ± .26146
PT Reciprocating Motion .5106 ± .31915 .4152 ± .31644 .3566 ± .29289
F2/F3 Reciprocating Motion .5007 ± .34436 .4255 ± .26558 .4494 ± .29725
P .975 .587 .401
Deformation and fracture
 One F2 separated in Group II during the sixth use. For all preparation techniques, 
there were no significant statistical differences for distortion, wear surface and fracture 
(p>.05) (Figure 2).
Figure 2: ProTaper instruments: with no distortions and surface wear (SEM images,  
200 µm, 55x magnification).  
A- F2 no use. B- F2 after sixth use. C- F3 no use. D- F3 after sixth use; with surface wear (**).  
C- F2 after sixth use. D- F2 after first use; E- F2 (group II) fractured during the sixth use.  
F- Arrows evidencing microcracks (SEM images, 200 µm, 250x magnification).
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disCussion
  In the last few years, studies have shown the importance of a larger apical diameter 
in teeth with necrotic pulps associated with periapical lesions, especially due to the difficulty 
to remove biofilm from this region, which can lead to treatment failure15,16,17. In this cases, an 
adequate apical preparation increases the success rates by means of improving cleanliness 
and disinfectio18. However, excessive apical enlargement may cause an unnecessary dentin 
removal, which is a concern especially in curved canals19. Canal transportation is another 
aspect of concern during instrumentation of curved canals, especially in the apical third. 
The maintenance of necrotic remnants and microorganisms that were not removed from 
the root canal could lead the therapy to failure20,21. 
 In the present study, all groups tested produced centered preparations with no sub-
stantial canal transportation. Results also showed that different kinematics as well as the 
number of instruments used did not significantly influenced the mean transportation and 
centering ability of the three protocols tested. Other studies have also shown the ability of 
rotary Ni-Ti instruments to stay centered in the canal, keeping the risk of canal transpor-
tation at levels without clinical relevance22,23,24,25. 
In all groups, little transportation occurred towards the furcation in the cervical third 
and towards the external wall in the middle and apical thirds. These results are in accordance 
with the findings of other studies23,24,26. Avoiding canal transportation in these directions is 
easily explained based on the understanding of molars internal anatomy. The presence of 
double curvature requires a coronal preflaring, which provides instrument free access up to 
the apical third. This step would enhance the maintenance of centralized canals27.
 The concept of a single-file technique using PT F2 was introduced by Yared (2008). 
After that, other studies have evaluated the same protocol showing favorable results with 
respect to centering ability of the reciprocant cinematic28,29,30. In the present study, F3 
instrument was used in Group III, providing greater apical final enlargement when compared 
to the other studies11,26,31. However, the increase of the apical final file did not result in sig-
nificant canal transportation. Even though no instrument or technique is able to touch all 
canal walls during instrumentation, a greater apical enlargement could have the advantage 
of improving pulp tissue removal, bacteria and their by-products, while providing adequate 
canal shape for filling17,21,32. 
 Lately, new systems that employ single-file technique were introduced. However, 
the use of these instruments especially designed for RM is not mandatory, as the present 
study has demonstrated the possibility to perform root canal preparation using only F2 and 
F3 files. Kim et al. (2013) compared the shaping ability of the single-file PT F2 and WaveOne 
Primary in curved root canals and verified that there were no difference in root canal volume, 
surface area and structure model index between them33. Agreeing with the present results, 
their study showed a similar transportation toward the external aspect of the curvature at 
1 and 2 mm levels, and toward the furcation at 3 and 5 mm levels33.
 Regarding instrument distortions, surface wear and fracture, no statistical differences 
were found between PT F2 and F3 instruments after 1, 3 and 6 uses, regardless the protocol 
used. Nevertheless, for some instruments, the number of uses increased spiral distortion 
and surface wear, agreeing with other studies that investigated the occurrence of defects 
on NiTi rotary instruments after use10,34,35,36,37,38.
Varela-Patiño et al. (2010) evaluated deformations and surface wear of PT instruments 
after use in CR and RM10. The authors found that instruments could be used four to five times 
in CR while they could be used up to ten times in RM, suggesting that RM increased the 
resistance of the instruments to fracture. You et al. (2010) also compared PT full-sequence 
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in CR and F2 in RM11. They found that F2 could be safely used up to six times for preparation 
of curved canal in RM.
In the present study, five instruments presented signs of surface wear in the first 
SEM evaluation (pre-operative analysis), characterizing manufacturing defects. However, 
file separation occurred for only one of them (F2, group II). 
ConClusions
 There were no clinical differences in the curved canals shaped by the protocol 
 using F2 and F3 instruments in RM when compared to PT full-sequence used in CR and RM 
regarding centering ability and canal transportation. Although, when used for entire canal 
preparation, F2 and F3 should be discarded after single use.
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